New type of ellipsometry in infrared spectroscopy: The double-reference method 
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We have developed a conceptually new type of ellipsometry which allows the determination of the 
complex refractive index by simultaneously measuring the unpolarized normal-incidence reflectivity 
relative to the vacuum and to another reference media. From these two quantities the complex 
optical response can be directly obtained without Kramers-Kronig transformation. Due to its trans- 
parency and large refractive index over a broad range of the spectrum, from the far-infrared to 
the soft ultraviolet region, diamond can be ideally used as a second reference. The experimental 
arrangement is rather simple compared to other ellipsometric techniques. 

PACS numbers: 



Determination of the complex dielectric response of 
a material is an everlasting problem in optical spec- 
troscopy. Depending on the basic optical properties, 
whether the sample is transparent or has strong absorp- 
tion in the photon-energy range of interest, its absolute 
reflectivity or the transmittance is usually detected with 
normal incidence. Both quantities are related to the in- 
tensity of the light and give no information about the 
phase change during either reflection or transmission. 
Consequently, the phase shift is generally determined by 
Kramers-Kronig (KK) transformation in order to obtain 
the complex dielectric response. However, for the proper 
KK analysis the reflectivity or the transmittance spec- 
trum has to be measured in a broad energy range, ideally 
over the whole electromagnetic spectrum. 

On the other hand, there exist ellipsometric meth- 
ods [l|, |2|] which are capable to simultaneously detect 
both the intensity and the phase of the light reflected 
back or transmitted through a media. Among them the 
most state-of-the-art technique is the time domain spec- 
troscopy but its applicability is mostly restricted to the 
far infrared region. [3j, \^ An other class of ellipsomet- 
ric techniques, sufficient for broadband spectroscopy, re- 
quires polarization-selective detection of light. [l|, Q (In 
the following we will discuss experimental situations in 
reflection geometry although most of the considerations 
are valid for transmission, as well.) A representative 
example is the so-called rotating-analyzer ellipsometry 
(RAE) when the reflectivity is measured at a finite an- 
gle of incidence, usually in the vicinity of the Brewster 
angle, p], (2I] Under this condition the Fresnel coefficients 
are different for polarization parallel (p-wave) and per- 
pendicular (5-wave) to the plane of incidence and the 
initially linearly polarized light becomes elliptically po- 
larized upon the reflection. By rotating the analyzer the 
ellipsometric parameters, i.e. the phase difference and 
the intensity ratio for the p-wave and s-wave components 
of the reflected light, [sj] are measured and the complex re- 
fractive index can be directly obtained. Each of the above 
experimental methods is far more complicated than the 
measurement of unpolarized reflectivity or transmittance 
near normal incidence. 



As an alternative, we describe a new type of ellip- 
sometry, hereafter referred to as double-reference spec- 
troscopy (DRS). It offers a simple way to obtain the 
complex dielectric function without KK transformation 
by measuring the unpolarized normal-incidence reflec- 
tivity of the sample relative to two transparent refer- 
ence media. In addition to the absolute reflectivity, i.e. 
that of the vacuum-sample interface, we can take ad- 
vantage from the excellent optical properties of diamond 
and use it as a second reference. High-quality such as 
type HA optical diamonds are transparent from the far- 
infrared up to the ultraviolet photon energy region, Q 
except for the multiphonon absorption bands located at 
uo = 0.19 — 0.34eV.[10] Moreover, they have a large re- 
fractive index rid ^ 2.4 which shows only 10% energy 
dependence up to 5eV.[i, 0, i, i, [l^ The signif- 
icant difference between the refractive index of the two 
reference media is a crucial point of the method. 

As the experimental arrangement is much simpler than 
that of any ellipsometric technique, this method may find 
a much broader application, especially when only a nar- 
row spectral range is of interest (or when Kramers-Kronig 
transformation cannot be performed due to experimental 
limitations). A representative field of application is the 
class of strongly correlated electron systems when the 
optical properties are very sensitive to the low energy 
excitations. In this case the KK transformation cannot 
reliably differentiate between full- or pseudo-gap behav- 
ior or cannot even distinguish between bad metals with 
fully incoherent low-frequency response and semiconduc- 
tors with small charge gap. 

In the following, we describe the principles of the 
double-reference spectroscopy and demonstrate its effi- 
ciency in comparison with the RAE. The essence of the 
method is the measurement of the sample reflectivity 
relative to two media with strongly different dielectric 
properties, such as vacuum and diamond. For normal in- 
cidence the Fresnel equations for the two interfaces have 
the following form: 
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FIG. 1: (Color online) Panel (a)-(b): Normal- incidence re- 
flectivity spectra of the vacuum- sample (Rvs) and diamond- 
sample (Rds) interfaces as calculated from the dielectric func- 
tion es{cv) = 1 + (cJo - - for cvo = 0,0.25,0.6,0.9 
and 7 = 0.1. The unit of the energy scales corresponds to 
the plasma frequency. Gaussian noise with AR — ±0.005 
standard deviation is introduced to both Rvs{(^) and Rds{(^)- 
Panel (c)-(d): The refractive index (us) and the extinction 
coefficient (ks) as obtained from the above reflectivities using 
the DRS (closed circles) and the RAE (open circles) approach. 
The complex refractive index free of noise is indicated by full 
lines. 



where hs = rig -\- ikg denote the complex index of refrac- 
tion and nd{oo) is well documented in the literature for 
type IIA diamonds. [4 0, II, i, El Although the Fresnel 
equations are highly nonlinear, hs can easily be expressed 
in the lack of absorption within the diamond, i.e. for 
kd = 0: 
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We show the efficiency of the method using the model 



dielectric function es(cj) = 1 + {cJq 



- ix) 



■ iujj) ^, where 



LJo and 7 are the resonance frequency and the damping of 
the oscillator, respectively. From €3(00) we evaluate both 
Rs{uj) and Rds{^) by the Fresnel equations while in case 
of RAE the intensity is calculated for three different ori- 
entations of the analyzer. [5] The resonance frequency is 
varied in such a way that the reflectivity spectra, plotted 
in the upper panels of Fig. 1, describe both insulating and 
metallic behavior, corresponding to cjq > and uq = 0, 
respectively. The typical noise of the detection and the 
finite energy resolution are taken into account as Gaus- 
sian noise superimposed on the intensities with standard 
deviation of AR = ±0.005. Furthermore, systematic er- 
rors coming from the imperfect experimental conditions 



- such as sample surface roughness and non-planarity, 
misalignment of the light path - are represented as 1° 
deviation in the angle of incidence for the both cases. 
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FIG. 2: (Color online) Color map of the absolute error of 
the complex refractive index as calculated by the DRS (left 
panels) and the RAE (right panels). The upper and lower 
panels show the error for the refractive index (An^) and the 
extinction coefficient (Aks), respectively. Full lines with la- 
bels correspond to the spectra shown in Fig. 1. 

From the given reflectivity spectra the complex refrac- 
tive index is calculated by the double-reference method 
using Eqs. 1-2 and also by following the more complicated 
evaluation of RAE. The real and imaginary part of the 
respective hs{u;) spectra are shown in the lower panels of 
Fig. 1. The exact spectra, hs{uj) = \/es (c^), calculated 
without introducing experimental errors are also shown 
for comparison. The precision of the two methods seems 
comparable. 

In order to classify the range of applicability, the error 
maps for the two techniques are analyzed in more detail 
over the plane of the complex refractive index. As Fig. 2 
shows, the overall confidence level of the DRS surpass 
that of the RAE, especially in case of the extinction coef- 
ficient, ks. Furthermore, while the error map for the real 
and imaginary part of the refractive index behaves simi- 
larly in case of the DRS, the RAE is optimal for the two 
components in rather distinct regions of the Us — ks plane. 
Although for RAE the area of applicability is seemingly 
more extended for the real part of the refractive index in 
the limit of ks ^ the extinction coefficient dominat- 
ing the optical response in this strongly-absorbing region 
exhibits a high error level. 

In situations where |ns|;»l, such as strong reso- 
nances or good metals with large extinction coefficient 
{ks>ns^l), the Fresnel equations are not numerically 
independent since the reflection coefficients converge to 
the unity irrespective of the polarization state of the 
light, the angle of incidence or the reference media. In 
this limit, the both approaches fail which is general for 
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FIG. 3: Experimental condition for the measurement of Rds- 
Reflection from the vacuum- diamond and diamond-sample in- 
terfaces are indicated. Multiple reflections within the dia- 
mond can be neglected due to the wedging of the window. 
This wedging also allows for a clean separation of the reflec- 
tions from the two interfaces and thus facilitates reference 
measurements (see text for details). 



any ellipsometry. For the DRS it means that the dif- 
ference between the two reference media disappears as 
l^sl^^d- With a realistic noise level specified above, the 
DRS works with less than ~ 10% error until the refrac- 
tive indexes are twice as large as that of the diamond, 
i.e. almost in the whole range of |ns|< 5. It is to be 
emphasized at this point that the large difference in the 
refractive index of the two reference media highly ex- 
tends the applicability range of the method and reduces 
the numerical errors. 

The unique efficiency of diamond arises from its wide 
transparency window. Note, however, that optically well- 
characterized semiconductors, such as Si, [12] GaAs,[l^ 
and CdTe,[l^] can provide an even better better per- 
formance for a limited range of energy, typically below 
a; ~ 1 eV. Since these materials are popular substrates 
for crystal growing, DRS can be carried out by the suc- 
cessive measurement of the two sides of the samples. 

Next we describe a simple procedure for the mea- 
surement of Rds applying a wedged diamond piece as 
sketched in Fig. 3.[ll| The intensity reflected back from 
the vacuum-diamond and diamond-sample interfaces {lyd 



and Ids^ respectively) can be detected separately by a few 
degree rotation; a wedging angle of 2° causes ~ 10° an- 
gular deviation between the two reflected beams. Since 
the nearly normal incidence can still be considered for 
both positions, the reflectivity of the sample relative to 
the diamond is obtained from the measured intensities 
as:[n| 



(3) 



where Ryd (= Rd) is the absolute reflectivity of the dia- 
mond. The Ryd{uj) / {1 — Ryd{uj))'^ prefactor can be either 
calculated from the well- documented refractive index of 
diamond, 0, 0, 0, [iq| or checked experimentally. 

The high-energy limit of this method is mainly deter- 
mined by the roughness of the diamond-sample inter- 
face Sds- Therefore, special care should be taken for the 
proper matching between the diamond and the sample 
in order to eliminate interference and diffraction effects 
inherently appearing for wavelength shorter than dds- 

In conclusion, we have described a new ellipsometric 
method whose applicability is demonstrated both for in- 
sulating and metallic compounds. The experimental per- 
formance, which is far more simple as compared with 
other ellipsometric techniques, means the measurement 
of the normal incidence reflectivity relative to two refer- 
ence media, e.g. the reflection from the vacuum-sample 
and diamond-sample interfaces. The double-reference 
method may find broad application either in the field 
of broadband optical spectroscopy or in material charac- 
terization due to its numerical precision and simplicity. 
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